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User powers up device 
(connects sensor)

Is battery voltage 
sufficient?

Blink LED 
1/2s on 5s off

5 minutes
LEDs offNo

Yes

Green LED now starts flashing 
throughout test
0.5s on 2s off

Critical peripheral tests 
(is sensor present etc.)

Note: If battery is not present, 
or so flat that the processor cannot 
turn on, then no LEDs will illuminate at all

Red LED – 
Solid 30s

Fail

Unit attempts to 
connect to Network

Pass

Red LED – 
Blink 1/4s on 1/4s off

For 5s
Fail

Note: Different blinking pattern to distinguish
error between electronics error and network
error

Green LED -
Solid 5 seconds

LEDs off

Pass

LEDs off

LEDs off

Unit initiates ‘normal’ 
operation

Unit shuts down

Unit enters 
failure mode

Unit sends initial 
reading to portal

Unit remains operational 
and starts logging without 

network operation

Unit remains operational 
and starts logging but without 

network operation

Note: user can check the 
portal for initial upload


